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Methods A total of 400 low-dose chest CT examinations
were randomly selected from the NELSON lung cancer
screening trial. CTs were evaluated by two independent
readers and processed by CAD. A total of 1,667 findings
marked by readers and/or CAD were evaluated by a
Results According to the screening protocol, 90.9 % of the
findings could be excluded from further evaluation, 49.2 %
being small nodules (less than 50 mm3). Excluding small
nodules reduced false-positive detections by CAD from 3.7
to 1.9 per examination. Of 151 findings that needed further
evaluation, 33 (21.9 %) were detected by CAD only, one of
them being diagnosed as lung cancer the following year.
The sensitivity of nodule detection was 78.1 % for double
reading and 96.7 % for CAD. A total of 69.7 % of nodules
undetected by readers were attached nodules of which
78.3 % were vessel-attached.
Conclusions CAD is valuable in lung cancer screening to
improve sensitivity of pulmonary nodule detection beyond
double reading, at a low false-positive rate when excluding
small nodules.
Key Points
• Computer-aided detection (CAD) has known advantages
for computed tomography (CT).
• Combined CAD/nodule size cut-off parameters assist CT
lung cancer screening.
• This combination improves the sensitivity of pulmonary
nodule detection by CT.
• It increases the positive predictive value for cancer
detection.
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Abstract
Objective To evaluate performance of computer-aided de-
tection (CAD) beyond double reading for pulmonary nod-
ules on low-dose computed tomography (CT) by nodule
consensus panel of expert chest radiologists. Performance
was evaluated by calculating sensitivity of pulmonary nod-
ule detection and number of false positives, by nodule
characteristics and volume.
Introduction
The rapid development of multi-detector CT (MDCT) has
increased the amount of data for radiologists to analyse.
Reviewer’s fatigue increases the risk of false-negative diag-
nosis due to perceptual error. In addition, although the
introduction of low-dose CT in lung cancer screening pro-
tocols was found effective in detecting peripheral lung can-
cers at an early stage [1–4], it may be more difficult for
screening radiologists to find lesions in case of increased
image noise due to low dose and thin slice thickness. To
reduce the number of missed lesions, double reading has
been recommended [5]. Previous studies have found that
more pulmonary nodules are detected by double reading
than by single reading [5, 6]. However, double reading is
not widely used in clinical routine because of limited human
resources and cost-effectiveness [7, 8].
Computer-aided detection (CAD) of pulmonary nod-
ules may help address this problem by being utilised as
an assistant reader [9–13]. A significant improvement in
sensitivity was shown in pulmonary nodule detection,
albeit at the disadvantage of a large increase in false-
positive (FP) findings. Previous studies have found that
CAD increases the sensitivity of pulmonary nodule detec-
tion compared to that of single human reading [14, 15]. In
one rather small study, true-positive (TP) findings identi-
fied with the aid of CAD complemented radiologists’ TP
findings to a greater extent than those contributed by
second readers [16].
In lung cancer screening, small pulmonary nodules are
extremely common findings. Previous studies using low-
dose CT for early detection of asymptomatic lung cancer
in populations at risk reported that more than 95 % of
nodules 10 mm or smaller were benign [1, 2, 17]. Avail-
able data indicate that less than 1 % of very small (less
than 5 mm, corresponding to 65.4 mm3) nodules were
malignant [2, 18, 19]. Therefore, a size cut-off in CAD
could be more efficient in helping radiologists make di-
agnoses. In recent years, volume instead of diameter has
become an important factor to evaluate nodule size and
growth. As this measure is more accurate for evaluating
growth [20–22], a volume cut-off is likely more precise in
distinguishing probably malignant and probably benign
nodules.
The purpose of our study was to assess the performance
of CAD for detection of pulmonary nodules as a comple-
mentary tool in a large-scale, low-dose CT lung cancer
screening study compared to double reading, with stratifi-
cation according to nodule volume. Double reading is the
original design of nodule evaluation in our lung cancer
screening trial. The hypothesis of the current study was that




The subjects in this study were participants of the four
screening sites of the Dutch–Belgian randomised trial for
lung cancer screening (NELSON) by low-dose MDCT. The
protocol required participants to be current or former smok-
ers with a smoking history of more than 15 cigarettes/day
for longer than 25 years or more than 10 cigarettes/day for
longer than 30 years. The NELSON study was approved by
the medical ethics committees of all institutions and all
participants provided written informed consent [23] that also
covered the current analysis. As a side-study of the NEL-
SON project, we randomly selected 400 out of 4,280 base-
line CTs from 2005 using a statistical program (SPSS 16.0
for Windows, SPSS, Inc., Chicago, IL, USA).
CT protocol
At all screening sites 16-detector CT was used (3 Sensation-
16, Siemens Medical Solutions, Forchheim, Germany and
1 Mx8000 IDT or Brilliance 16P, Philips Medical Systems,
Cleveland, OH, USA). CT of the entire chest was per-
formed, in caudo-cranial direction. CT data were acquired
with 16×0.75 mm collimation and pitch of 1.3. No intrave-
nous contrast medium was used. Low-dose settings were
applied depending on body weight (less than 50 kg, 50–
80 kg and greater than 80 kg), with corresponding kVp
settings of 80–90, 120 and 140 kVp, to achieve a CT dose
index volume of approximately 0.8, 1.6 and 3.2 mGy, re-
spectively. The mAs settings were adjusted accordingly
depending on the machine used. To minimise breathing
artefacts, CT data acquisition was performed at suspended
maximal inspiration after appropriate instructions were giv-
en to the subjects. Data were reconstructed at 1.0-mm slice
thickness, with 0.7-mm reconstruction increments and soft
kernel (Siemens B30 filter, Siemens Medical Solutions,
Forchheim, Germany). The Siemens B30 kernel is the stan-
dard soft tissue reconstruction kernel. Transversal, 6-mm-
thick maximum intensity projections (MIP) reconstructions
were used to identify pulmonary nodules.
Evaluation of CT examinations by double reading
At the time of acquisition (2005), all CT images of the lungs
from each examination were independently read by first and
second readers (double reading) as part of the NELSON
protocol [6, 23]. The first reading was performed by 13 read-
ers (experience in reading thoracic CT varying from 0 to
20 years); the second reading was performed by two readers,
each with 6 years of experience. Upon identifying a finding as
a pulmonary nodule, volume measurement was performed by
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the individual readers as part of the double reading. The
LungCARE© software package (Leonardo© workstation,
Somaris/5 VB10A, Siemens Medical Solutions, Erlangen,
Germany) designed to aid readers in measuring and character-
ising pulmonary nodules was used in addition to visual read-
ings by all readers. Nodule diameter and volume were
automatically calculated using this three-dimensional (3D)
volumetric assessment tool. In case of inappropriate segmen-
tation, the radiologists could perform manual two-
dimensional (2D) measurements using a calliper.
Lung CAD algorithm
The lung CAD algorithm evaluated in this study was a
commercial software version available since 2006 (Lung-
CAD VB10A, Siemens AG Healthcare) [24]. This is an
extensively validated CAD software, designed as a multi-
step approach aiming to detect parenchymal lesions at high
sensitivity and specificity, focusing on solid lesions larger
than 3 mm. All CT images were processed by this Lung-
CAD software package to mark potential lesions. The find-
ings were reviewed both as 2D-axial images and 3D
rendered views obtained with LungCARE. The MIP recon-
struction settings used in LungCAD were equal to those in
LungCARE.
Evaluation of findings by consensus panel
Retrospectively, a consensus panel of two expert radiolog-
ists with at least 8 years of experience in reading thoracic
CT reviewed the CAD-marked images and the results
obtained from double reading were entered into the NEL-
SON management system, and compared the findings in
LungCARE [23]. The consensus panel did not search for
potential additional nodules. This reference standard was
similar to previously reported practices [14, 25]. The con-
sensus panel labelled the findings as “nodule” according to
the definitions in the NELSON protocol [23]. Upon identi-
fying a finding as a pulmonary lesion, volume measurement
was performed by the consensus panel. Conforming with
the image reading protocol used by the readers in the double
reading, nodules smaller than 15 mm3 were not assessed
whereas larger non-calcified solid nodules were classified
into three categories based on size (negative nodule, smaller
than 50 mm3; indeterminate nodule, 50–500 mm3; positive
nodule, larger than 500 mm3) [26]. A cut-off of 50 mm3
(4.6 mm diameter) was chosen as previous studies have
shown that the possibility of malignancy in these small
nodules is negligible [18, 19]. Because consistent volume
measurement was not possible in non-/part-solid nodules,
the calliper was used to measure the largest axial diameter of
these lesions. Non-solid and part-solid nodules with non-
solid component at least 8 mm as well as part-solid nodules
with solid part larger than 50 mm3 were considered indeter-
minate nodules.
Findings were divided into two groups based on NEL-
SON’s nodule categories: findings that could be excluded
from further evaluation and those that needed further evalua-
tion. Findings excluded from further evaluation were subdi-
vided into three sub-groups: negative nodule (smaller than
50 mm3), benign lesion or non-lesion. Calcifications and
abnormal findings not presenting as nodule shapes, e.g. pleu-
ral plaque, fissure thickening or fibrosis, were recorded as
benign lesions. A finding was assigned as “non-lesion” if
the finding was due to normal anatomy or artefact. Findings
needing further evaluation consisted of indeterminate and
positive nodules. These findings were subsequently charac-
terised by the consensus panel in terms of location (peripheral
or non-peripheral), consistency (solid or non-/part-solid), at-
tachment (intraparenchymal, fissure-attached, vessel-attached
or pleural-based), shape (spherical or non-spherical) and edge
(smooth or non-smooth) [23, 27]. Nodules were classified as
peripheral if the distance to the thoracic wall was less than one
third of the total distance from the thoracic wall to the lung
hilum, and as non-peripheral otherwise.
Data analysis
Findings from double reading and from CAD were labelled
either as TP, if they were determined by the consensus panel
as findings needing further evaluation, or otherwise as FP.
Sensitivity for pulmonary nodules from double reading and
of CAD findings was calculated using the consensus panel
as the reference standard. The FP rate presented with respect
to nodule volume (less than or at least 50 mm3) was com-
puted as the number of FP detections per CT. Additionally,
the positive predictive value of findings detected by CAD
was calculated. The probability of detecting pulmonary
nodules according to nodule characteristics was tested be-
tween CAD and double reading by the McNemar test. All
statistical analyses were performed using SPSS 16.0.
Results
The mean age of the 400 participants was 59±6 years (range
51–76 years). On 332 of the 400 baseline CT examinations
at least one finding was reported (Fig. 1). A total of 1,667
findings were detected by the readers and CAD system. A
total of 90.9 % (n01,516) of the identified findings could be
excluded from further evaluation (Fig. 1). In this study,
these findings were considered as FP findings. The FP rate
was 3.7 per CT for CAD and 0.5 per CT for readers
(Table 1). Excluding small nodules (less than 50 mm3) and
regarding benign lesions and non-lesions as FP findings
only, the FP rate for CAD decreased to 1.9. By using
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50 mm3 as the cut-off below which pulmonary nodules were
disregarded, the positive predictive value of CAD increased
from 8.9 to 16.2 %. The positive predictive value of double
reading was 35.2 % and 76.1 % for all nodules and nodules
larger than 50 mm3, respectively.
According to the consensus panel, 151 (9.1 %) of 1,667
findings needed further evaluation. Of these 151 nodules,
113 were found both by readers and CAD, and 33 and 5
were found only by CAD or readers, respectively (Fig. 1).
The overall sensitivity for potentially significant pulmonary
nodules (indeterminate and positive pulmonary nodules)
was 78.1 % for readers and 96.7 % for CAD (Table 1).
Table 2 presents an overview of the nodules found by
readers or by CAD. Among the 151 indeterminate and
positive pulmonary nodules, 76.6 % were located peripher-
ally, 96.7 % were solid nodules, 49.7 % were intraparen-
chymal and 76.2 % were spherical and 87.4 % were smooth.
The median volume of 146 solid nodules was 85.4 mm3
(range 50.0–1,672.4 mm3). Consistent volume measurement
was not possible in the 5 non-/part-solid nodules. CAD was
better in detecting most types of nodules, namely peripheral
and non-peripheral nodules, solid nodules, intraparenchy-
mal nodules, and spherical and non-spherical nodules. Some
differences could not be tested for significance as some cells
were empty (for non-/part-solid, vessel-attached, non-
smooth and positive nodules).
Only 37.9 % (11/29) of vessel-attached nodules were
detected by readers. A total of 69.7 % of 33 nodules not
Fig. 1 Flow chart of nodule
detection and evaluation
Table 1 Sensitivity, false positive (FP) rate and positive predictive
value (PPV) of nodule detection for double reading and CAD in all
nodules and nodules larger than 50 mm3






Sensitivity (%) 78.1 96.7 78.1 96.7
FP/examination (n) 0.5 3.7 0.1 1.9
PPV (%) 35.2 8.9 76.1 16.2
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detected by readers were attached nodules, and 78.3 % of
these were vessel-attached (Fig. 2). Of the non-peripheral,
vessel-attached nodules, 7 out of 11 were missed by readers
but all were detected by CAD. Of 33 nodules missed by
readers at baseline, 24 were detected at 3-month or 1-year
follow-up CT examinations. Lung cancer was diagnosed in
one solid intraparenchymal nodule, found to have grown at
the second-year screening CT. The baseline volume of this
missed nodule was 160.7 mm3.
One fissure-attached and two pleural-based nodules were
missed by CAD. Two of five nodules missed by CAD were
non-/part-solid. A solid pleural-based nodule with volume
217.8 mm3 missed by CAD was diagnosed as lung cancer
after it was found to be growing on the 3-month follow-up
CT examination, with volume doubling time less than
400 days (Fig. 3).
Through the fourth screening round (the 7th year), in
total 7 lung cancers (all adenocarcinomas) have been diag-
nosed. None of the lung cancers originated from FP results
from CAD. Three of the cancers were proven by biopsy
during the baseline round, 3 during the second screening
round, and 1 at the fourth round screening. None of the
benign-appearing pulmonary nodules presented with malig-
nant behaviour during subsequent screening rounds.
Discussion
Of the 1,667 findings on lung cancer screening CT by
readers and CAD, presented to the consensus panel,
90.9 % could be excluded from further evaluation with
small size of pulmonary nodules being the main reason
(49.2 %). The false-positive findings by CAD decreased
from 3.7 to 1.9 per CT by using a nodule volume cut-off
(larger than 50 mm3). Given the 151 (9.1 %) findings that
needed further evaluation, 33 nodules (21.9 %) would have
been missed if CAD was not applied. The sensitivity of
nodule detection by readers could have increased by
18.6 % (from 78.1 % to 96.7 %) if CAD had also been
used. However, only one lung cancer missed by readers was
detected by CAD.
Numerous studies have demonstrated that the introduc-
tion of CAD in radiological practice can significantly im-
prove the diagnostic accuracy of pulmonary nodule
detection. The reported sensitivity of CAD ranged from 38
to 100 % [28–35]. Our study indicates a high sensitivity of
greater than 95 % when LungCAD software is used. By
using CAD, an extra 18.6 % of nodules were detected. A
general comparison between our study and previous studies
is, however, not possible due to the differences in methods,
e.g. regarding the CT technique and the threshold of nodule
size for CAD. These types of differences may explain the
wide range in sensitivity reported.
High FP rate is still a considerable drawback of CAD. In
this study, the FP rate of CAD was low compared to that of
other studies (range 1.3–13.4/case, average 4.7/case)
[28–35]. However, it is still higher than the FP rate for
double reading (0.5/case). Over 80 % of the FPs in this
study were reported only by CAD, of which nearly half
could be excluded from further evaluation if nodule size
was considered. Using a nodule volume cut-off of greater
than 50 mm3, the FP rate decreased to 1.9 per CT. The use of
50 mm3 (equal to 4.6 mm diameter for a spherical nodule) as
cut-off volume for pulmonary nodules is supported by the
NELSON results [14]. As published in the New England
Journal of Medicine [14], the NELSON nodule evaluation
protocol with a negative screening result in case of nodules
smaller than 50 mm3 had a sensitivity for lung cancer of
94.6 %, whereas none of the scarce interval cancers between
the first and second year screening were due to malignancy
in pulmonary nodules smaller than 50 mm3. The chance of
finding lung cancer in a participant on a second-round
screening CT after a negative baseline test was only 1 in
1,000, confirming the safety of the current approach and the
negligible 1-year risk of lung cancer in very small
Table 2 Characteristics of 151 pulmonary nodules needing further
evaluation, found by CAD and/or double reading






Peripheral 116 112 (96.6) 94 (81.0) <0.01
Non-peripheral 35 34 (97.1) 24 (68.6) <0.01
Consistency
Solid 146 143 (97.9) 113 (77.4) <0.001
Non-/part-solid 5 3 (60.0) 5 (100) NA
Attachment
Intraparenchymal 75 73 (97.3) 65 (86.7) <0.05
Fissure-attached 18 17 (94.4) 17 (94.4) NS
Vessel-attached 29 29 (100) 11 (37.9) NA
Pleural-based 29 27 (93.1) 25 (86.2) NS
Shape
Spherical 115 111 (96.5) 92 (80.0) <0.001
Non-spherical 36 35 (97.2) 26 (72.2) <0.05
Edge
Smooth 132 130 (98.5) 99 (75.0) <0.001
Non-smooth 19 16 (84.2) 19 (100) NA
Volumea (mm3)
50–500 141 138 (97.9) 108 (76.6) <0.001
>500 5 5 (100) 5 (100) NA
NA not applicable, NS not significantly different
a For 5 non-/part-solid nodules, volume was not available
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pulmonary nodules (smaller than 50 mm3). Use of CAD led
to one additional lung cancer being detected, whereas one
malignant pulmonary nodule was missed by CAD. Both
nodules had a volume greater than 50 mm3.
Among all FP findings identified by CAD, nearly 40 %
were considered benign lesions by the consensus panel, e.g.
fissure thickening and pleural plaque. In a previous study by
Wormanns et al. [35] concerning nodules adjacent to the
pleural surface, none of the 21 pleural-based findings
detected by CAD were regarded as true pulmonary nodules.
Given the high rate of this type of CAD finding in our study,
one may conclude that CAD has difficulty in distinguishing
pleura-based nodules and pleural plaques. This may be
caused by the image segmentation component of the
Fig. 2 Examples of pulmonary
nodules needing further
evaluation that were missed by
double reading. a Vessel-
attached nodule with baseline
volume 161.9 mm3, b intrapar-
enchymal nodule with volume
75.9 mm3
Fig. 3 Example of a
pulmonary nodule needing
further evaluation that was
missed by CAD: a pleural-
based nodule with volume
217.8 mm3 (lung cancer)
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algorithm which may regard a part of the chest wall as a
nodule and include it in further image processing. On the
other hand, the one lung cancer missed by CAD was a
pleural-based nodule. A considerable number of FP findings
for CAD concerned vessels and rib bulging which were
frequently misinterpreted owing to their nodule-like appear-
ance in cross sections. Another principal problem was the
difficulty in establishing a density value as threshold for
lesion detection as a result of partial volume effects and
motion artefacts. All non-lesions were easily distinguished
from nodules by the readers, particularly when 3D visual-
isation was used in the pulmonary nodule evaluation
platform.
Various factors affect nodule recognition during screen-
ing including reader experience and variability, CT tech-
nique and viewing conditions, as well as nodule
characteristics [36]. The performance of readers can be
influenced by nodule location and its relationship to sur-
rounding anatomical structures [37, 38]. The radiologist has
little difficulty in finding peripheral and subpleural nodules
even if they are small because there are no vessels of similar
size near the pleural surface [39]. In central lung regions,
however, nodules can go undetected because they can be
confused with blood vessels imaged in axial cross sections
[35, 40]. A lesion not noticed by a reader because of a
particular location, may often be detected in retrospective
review after being detected on a subsequent CT. We found
that vessel-attached nodules in particular can be missed by
human readers. Although Marten et al. [41] reported that
readers recognised more of the nodules with vascular attach-
ment, Naidich et al. [37] showed that nodules either over-
lapping or superimposing blood vessels were harder for
radiologists to identify (sensitivity 32.5 %). In our study,
30.3 % of the attached nodules were not detected by human
readers, and 78.3 % of these missed nodules were vessel-
attached. Furthermore, the mean size of vessel-attached
nodules missed by readers was larger than that of other
subtypes (data not shown). This indicates that contact with
vessels increases the difficulty of detection by radiologists.
The study by Naidich [37] demonstrated a significant rela-
tionship between nodule location and detectability by hu-
man readers (sensitivity: peripheral 73.9 %, central 48.6 %,
perihilar 36.7 %). Of the non-peripheral nodules, two-thirds
were found by double reading, considerably higher than in
the aforementioned article. However, of the non-peripheral,
vessel-attached nodules, 7 out of 11 were missed by readers.
CAD was significantly more sensitive for these types of
nodules detecting all 11 of them.
In our study, the percentage of sub-solid nodules was low
(5 nodules, 3.3 %), similar to the relatively low prevalence
in our entire lung cancer screening study (2 %) [26]. Two of
the five non-/part-solid nodules were missed by CAD but
none were missed by readers. Most CAD systems so far are
designed and optimised for solid nodules. The obstacle of
adequate detection of sub-solid nodules is primarily caused
by the setting of an attenuation range. The selection of
texture features will affect the diagnostic performance of
the final CAD scheme [42]. In a small study by Armato
[40], four of six lung cancers not detected by automated
detection were non-solid and two were part-solid. A compu-
terised scheme based on the application of artificial neural
networks to selected texture features and Gaussian curve
fitting features may hold promise for facilitating detection
of localised sub-solid nodules in CT [42]. The CAD used in
our study does not support the detection of nodules with
non-solid components. Furthermore, the number of sub-
solid nodules was small. Evaluation of the benefit of new
CAD systems with improved sensitivity for sub-solid nod-
ules should be conducted in future studies with larger numb-
ers of sub-solid nodules.
A limitation of our study is that nodule diagnosis was in
most cases (intermediate-sized nodules) not directly proven
by biopsy but by evaluation of nodule growth on a short-
term follow-up CT examination. However, the aim of the
current study was to assess the performance of CAD versus
double reading by human readers for detecting potentially
relevant pulmonary nodules, which is the first step on the
road to diagnosing early stages of lung cancer. The reference
standard for defining the presence of a pulmonary nodule
was an experienced consensus panel. Reader experience and
variability could have affected the results. However, by
using the interpretation of the sum of all findings by a
consensus panel as the reference standard the effect of
reader variability was reduced if not minimised. Also, the
consensus panel did not perform a free search for potential
additional findings. It is theoretically possible that the con-
sensus panel could have found one or more additional
pulmonary nodules. However, in view of the extremely high
sensitivity of CAD for pulmonary nodules [32, 34], this was
considered unlikely. As a result of the small numbers of
certain nodule types, logistic regression could not be reli-
ably performed for all nodule characteristics. Although we
have demonstrated the benefits of CAD complementary to
double reading compared to double reading alone, timing of
the two modes still can be investigated; this actually
depends on the efficiency of the workflow for CAD mark
review. Lastly, the current analysis was based on a certain
type of CAD software and a specific protocol for double
reading and nodule evaluation. Whether the results can be
generalised to other types of CAD software was not deter-
mined; however, the results are in line with previous reports
on the improved sensitivity of pulmonary nodule detection
by CAD compared to that of human readers [15, 32].
In conclusion, using a combination of CAD and nodule
size cut-off in lung cancer screening improves the sensitivity
of pulmonary nodule detection compared to that of double
2082 Eur Radiol (2012) 22:2076–2084
reading, without missing lung cancers. Adding a nodule
volume cut-off of 50 mm3 to CAD leads to nearly half the
FP rate (1.9 versus 3.7 FP/CT) with an increase in positive
predictive value.
Open Access This article is distributed under the terms of the Crea-
tive Commons Attribution License which permits any use, distribution,
and reproduction in any medium, provided the original author(s) and
the source are credited.
References
1. Diederich S, Wormanns D, Semik M et al (2002) Screening for
early lung cancer with low-dose spiral CT: prevalence in 817
asymptomatic smokers. Radiology 222:773–781
2. Henschke CI, McCauley DI, Yankelevitz DF et al (1999) Early
Lung Cancer Action Project: overall design and findings from
baseline screening. Lancet 354:99–105
3. Nawa T, Nakagawa T, Kusano S, Kawasaki Y, Sugawara Y, Nakata
H (2002) Lung cancer screening using low-dose spiral CT: results
of baseline and 1-year follow-up studies. Chest 122:15–20
4. The National Lung Screening Trial Research Team, Aberle DR,
Adams AM, Berg CD et al (2011) Reduced lung-cancer mortality
with low-dose computed tomographic screening. N Engl J Med
365:395–409
5. Wormanns D, Ludwig K, Beyer F, Heindel W, Diederich S (2005)
Detection of pulmonary nodules at multirow-detector CT: effec-
tiveness of double reading to improve sensitivity at standard-dose
and low-dose chest CT. Eur Radiol 15:14–22
6. Wang Y, Van Klaveren R, de Bock GH et al (2012) No benefit for
consensus double reading at baseline screening for lung cancer
with the use of semiautomated volumetry software. Radiology
262:320–326
7. Brown J, Bryan S, Warren R (1996) Mammography screening: an
incremental cost effectiveness analysis of double versus single
reading of mammograms. BMJ 312:809–812
8. Leivo T, Salminen T, Sintonen H et al (1999) Incremental cost-
effectiveness of double-reading mammograms. Breast Cancer Res
Treat 54:261–267
9. Lee IJ, Gamsu G, Czum J, Wu N, Johnson R, Chakrapani S (2005)
Lung nodule detection on chest CT: evaluation of a computer-
aided detection (CAD) system. Korean J Radiol 6:89–93
10. Peldschus K, Herzog P, Wood SA, Cheema JI, Costello P, Schoepf
UJ (2005) Computer-aided diagnosis as a second reader: spectrum
of findings in CT studies of the chest interpreted as normal. Chest
128:1517–1523
11. Wormanns D, Beyer F, Diederich S, Ludwig K, Heindel W (2004)
Diagnostic performance of a commercially available computer-aided
diagnosis system for automatic detection of pulmonary nodules:
comparison with single and double reading. Rofo 176:953–958
12. Teague SD, Trilikis G, Dharaiya E (2010) Lung nodule computer-
aided detection as a second reader: influence on radiology resi-
dents. J Comput Assist Tomogr 34:35–39
13. White CS, Pugatch R, Koonce T, Rust SW, Dharaiya E (2008)
Lung nodule CAD software as a second reader: a multicenter
study. Acad Radiol 15:326–333
14. Beyer F, Zierott L, Fallenberg EM et al (2007) Comparison of
sensitivity and reading time for the use of computer-aided detec-
tion (CAD) of pulmonary nodules at MDCT as concurrent or
second reader. Eur Radiol 17:2941–2947
15. Roos JE, Paik D, Olsen D et al (2010) Computer-aided detection
(CAD) of lung nodules in CT scans: radiologist performance and
reading time with incremental CAD assistance. Eur Radiol
20:549–557
16. Rubin GD, Lyo JK, Paik DS et al (2005) Pulmonary nodules on
multi-detector row CT scans: performance comparison of radiol-
ogists and computer-aided detection. Radiology 234:274–283
17. Swensen SJ, Jett JR, Sloan JA et al (2002) Screening for lung
cancer with low-dose spiral computed tomography. Am J Respir
Crit Care Med 165:508–513
18. Henschke CI, Yankelevitz DF, Naidich DP et al (2004) CT screen-
ing for lung cancer:suspiciousness of nodules according to size on
baseline scans. Radiology 231:164–168
19. Swensen SJ, Jett JR, Hartman TE et al (2003) Lung cancer screen-
ing with CT: Mayo Clinic experience. Radiology 226:756–761
20. Yankelevitz DF, Reeves AP, Kostis WJ, Zhao B, Henschke CI
(2000) Small pulmonary nodules: volumetrically determined
growth rates based on CT evaluation. Radiology 217:251–256
21. Marten K, Auer F, Schmidt S, Kohl G, Rummeny EJ, Engelke C
(2006) Inadequacy of manual measurements compared to automat-
ed CT volumetry in assessment of treatment response of pulmo-
nary metastases using RECIST criteria. Eur Radiol 16:781–790
22. Revel MP, Bissery A, Bienvenu M, Aycard L, Lefort C, Frija G
(2004) Are two-dimensional CT measurements of small noncalci-
fied pulmonary nodules reliable? Radiology 231:453–458
23. Xu DM, Gietema H, de Koning H et al (2006) Nodule manage-
ment protocol of the NELSON randomised lung cancer screening
trial. Lung Cancer 54:177–184
24. Bogoni L, Bi J, Florin C et al (2010) Lung nodule detection. In: Croft
WB, Müller H, Clough P, Deselaers T, Caputo B (eds) ImageCLEF.
Information retrieval, vol 32. Springer, Berlin, pp 415–434
25. Jankowski A, Martinelli T, Timsit JF et al (2010) Pulmonary
nodule detection on MDCT images: evaluation of diagnostic per-
formance using thin axial images, maximum intensity projections,
and computer-assisted detection. Eur Radiol 17:3148–3156
26. van Klaveren RJ, Oudkerk M, Prokop M, Scholten ET, Nackaerts
K et al (2009) Management of lung nodules detected by volume
CT scanning. N Engl J Med 361:2221–2229
27. Xu DM, van der Zaag-Loonen HJ, Oudkerk M et al (2009) Smooth
or attached solid indeterminate nodules detected at baseline CT
screening in the NELSON study: cancer risk during 1 year of
follow-up. Radiology 250:264–272
28. Beigelman A (2007) Computed-aided detection of solid lung nod-
ules on follow-up MDCT screening: evaluation of detection, track-
ing, and reading time. AJR Am J Roentgenol 189:948–955
29. Bellotti R, De Carlo F, Gargano G et al (2007) A CAD system for
nodule detection in low-dose lung CTs based on region growing
and a new active contour model. Med Phys 34:4901–4910
30. Brown MS, Goldin JG, Rogers S et al (2005) Computer-aided lung
nodule detection in CT: results of large-scale observer test. Acad
Radiol 12:681–686
31. Das M, Muhlenbruch G, Heinen S et al (2008) Performance eval-
uation of a computer-aided detection algorithm for solid pulmonary
nodules in low-dose and standard-dose MDCT chest examinations
and its influence on radiologists. Br J Radiol 81:841–847
32. Fraioli F, Bertoletti L, Napoli A et al (2007) Computer-aided
detection (CAD) in lung cancer screening at chest MDCT: ROC
analysis of CAD versus radiologist performance. J Thorac Imaging
22:241–246
33. Giger ML, Bae KT, MacMahon H (1994) Computerized detection
of pulmonary nodules in computed tomography images. Invest
Radiol 29:459–465
34. Ozekes S, Osman O, Ucan ON (2008) Nodule detection in a lung
region that’s segmented with using genetic cellular neural net-
works and 3D template matching with fuzzy rule based thresh-
olding. Korean J Radiol 9:1–9
Eur Radiol (2012) 22:2076–2084 2083
35. Wormanns D, Fiebich M, Saidi M, Diederich S, Heindel W (2002)
Automatic detection of pulmonary nodules at spiral CT: clinical
application of a computer-aided diagnosis system. Eur Radiol
12:1052–1057
36. Goo JM, Lee JW (2003) Automated lung nodule detection at
low-dose CT: preliminary experience. Korean J Radiol 4:211–
216
37. Naidich DP, Rusinek H, McGuinness G, Leitman B, McCauley DI,
Henschke CI (1993) Variables affecting pulmonary nodule detec-
tion with computed tomography: evaluation with three-
dimensional computer simulation. J Thorac Imaging 8:291–299
38. Rusinek H, Naidich DP, McGuinness G et al (1998) Pulmonary
nodule detection: low-dose versus conventional CT. Radiology
209:243–249
39. Yuan R, Vos PM, Cooperberg PL (2006) Computer-aided detection
in screening CT for pulmonary nodules. AJR Am J Roentgenol
186:1280–1287
40. Armato SG 3rd, Li F, Giger ML, MacMahon H, Sone S, Doi K
(2002) Lung cancer: performance of automated lung nodule detec-
tion applied to cancers missed in a CT screening program. Radi-
ology 225:685–692
41. Marten K, Engelke C, Seyfarth T, Grillhosl A, Obenauer S,
Rummeny EJ (2005) Computer-aided detection of pulmonary
nodules: influence of nodule characteristics on detection performance.
Clin Radiol 60:196–206
42. Kim KG, Goo JM, Kim JH et al (2005) Computer-aided diagnosis
of localized ground-glass opacity in the lung at CT: initial experi-
ence. Radiology 237:657–661
2084 Eur Radiol (2012) 22:2076–2084
